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ตารางสรุปรายการสอบเทียบเคร่ืองมือ 

รายการตรวจวัด เครื่องมือเก็บตัวอย่าง เครื่องมือตรวจวิเคราะห์ 

คุณภาพอากาศ   
- Total Suspended Particulate (TSP) - High Volume Air Sampler  - Electronic Balance 

- Particulate Matter less than 10 micron (PM10) - High Volume PM-10 Air Sampler - Electronic Balance 

- Carbon Monoxide (CO) - CO Analyzer  - CO Analyzer  

- Nitrogen Dioxide (NO2) - NO2 Analyzer  - NO2 Analyzer  

- Total Hydrocarbons (THC) - Personal Pump SKC  
- Rotameter  

- THC Analyzer  

ระดับเสียง   
- Leq 1 hr, Leq 24 hr, L90,  - Acoustic Calibrator - 
 Ldn, Lmax - Sound Level Meter  - 

คุณภาพน ้าผิวดิน   
- Temperature - - Thermometer 

- Conductivity - - Conductivity Meter 

- pH - - pH Meter 

- Dissolved Oxygen - - DO Meter 

- BOD5 - - BOD Analyzer 

- Total Suspended Solids - - Electronic Balance 

- Total Dissolved Solids - - Electronic Balance 

- Grease & Oil - - Electronic Balance 

- Nitrate-Nitrogen - - Spectrophotometer 

- Phosphate-Phosphorus - - Spectrophotometer 

- Cadmium (Cd) - - ICP 

- Total Coliform Bacteria (TCB) - - Incubator 

- Fecal Coliform Bacteria (FCB) - - Water Bath 

คุณภาพน ้าใต้ดิน   
- pH - - pH Meter 

- Turbidity  - - Turbidity Meter 

- Conductivity - - Conductivity Meter 

- Total Dissolved Solids - - Electronic Balance 

- Total Hardness - - 

- Nitrate - - Spectrophotometer 

- Arsenic - - AAS 

- Cadmium - - ICP 

- Lead - - ICP 

- Mercury - - AAS 

- Total Iron - - ICP 
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WO-01981290/2023

    MAINTENANCE AND  TEST CERTIFICATE MODEL

                                 OPTIMA 5300DV

Customer : S.P.S.Consulting Service Co.,Ltd Date Tested:

Recommendation Recertification

Address : 7 Soi Phaholyothin 24 Period 6 Months

Paholyothin Road Recertification Due:

Jompol Chatuchak, Bangkok 10900Date Last Certified:

User Name: K.Phenpha Viphasthawat Visit Number: 2 of 2

Phone: 083-9269252 PerkinElmer Phone: 02-719-6420 ext 206

Fax: 02-513-4221 PerkinElmer Fax: 02-318-5597

CONFIGURATION TESTED ACCESSORIES/COMPONENT

NOT INCLUDED

MODEL SERIAL NUMBER

OPTIMA 5300DV 077C7042401

TESTED EQUIPMENT CALIBRATION NUMBER EXPIRATION

IPV Methods

TEST STANDARD USED PART NUMBER EXPIRATION DATE

Multielement Standard N069-1579

Wavecal Solution N058-2152

VIS Wavecal solution N930-2946

Instrument Cal. STD4 N930-0221

CUSTOMER SUPPLIED COMMENTS CUSTOMER INITIALS

2 %   HNO3

10 % HNO3
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August 30, 2023

November 30, 2023

January 11, 2023

July 11, 2022

May 30, 2023

July 11, 2023

PerkinElmer Ltd. 290 Soi 17,   Rama 9 Road,  Bangkapi,  Huay Kwang, Bangkok 10310

WO-01981290/2023

    MAINTENANCE AND  TEST CERTIFICATE MODEL

                                 OPTIMA 5300DV

    SERIAL NUMBER 077C7042401   DATE TESTED

1. MECHANICAL CHECKS

    A. Inspect and clean all fans and filters. OK

    B. Inspect and replace as necessary, all torch components including the RF coil. OK

    C. Inspect all tubing for sign of clacking or leaking. OK

    D. Adjust water and gas pressure regulator settings. OK

    E. Inspect and leak check pneumatics drawers. OK

    F. Clean the exterior of the instrument. OK

2. OPTICAL CHECKS

    A. Inspect and clean all optical components. OK

    B. As reqiured, check and replace all purgefilters. OK

    C. Recheck optical alignment. OK

3. COOLING SYSTEM CHECKS

    A. Perform preventive maintenance on chiller. OK

    B. Flush out the chiller every year. N/A

4. PERFORMANCE CHECKS

     A. Torch View Alignment. OK

     B. Wavelength Calibration. OK
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077C7042401

    PARAMETER FINAL VALUE

    Spectral Resolution : UV As 193.696 nm < 0.007 0.00504

Ni 231.604 nm < 0.008 0.00646

Ni 341.476 nm < 0.012 0.00768

    Spectral Resolution : VIS La 408.672 nm < 0.020 0.01597

Ba 455.403 nm < 0.025 0.02185

    Precision

As 193.656 nm % RSD < 1.0 0.89 %

Zn 213.856 nm % RSD < 1.0 0.77 %

Mn 257.610 nm % RSD < 1.0 0.51 %

La 379.478 nm % RSD < 1.0 0.44 %

Ba 455.403 nm % RSD < 1.0 0.44 %

Ba 493.408 nm % RSD < 1.0 0.46 %

    Detection Limits : Axial Tl  190.080 nm 3(sd) 4.04 ppb

As 193.696 nm 3(sd) 3.58 ppb

Pb 220.353 nm 3(sd) 1.90 ppb

    Detection Limits : Radial As 193.696 nm 3(sd) 47.72 ppb

Zn 213.856 nm 3(sd) 1.02 ppb

Mn 257.610 nm 3(sd) 0.68 ppb

La 379.478 nm 3(sd) 1.43 ppb

Ba 455.403 nm 3(sd) 0.10 ppb

Ba 493.408 nm 3(sd) 0.36 ppb

    BEC : Axial  (IB X 500)/(IS-IB) Cd 226.502 nm < 150 ppb 58.36

    BEC : Radial (IB X 1000)/(IS-IB) Mn 257.610 nm < 45 ppb 13.26
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    Remarks :

Commissioning follow as commissioning performance sheets.

This is to certify that the above tests have been perfomed and the configuration tested

    meets

    does not meet

the PerkinElmer Specifications listed on this certificate.

 Auth
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