
 
 
 
 
 
 
 
 

5.26 วิธีปฏิบตักิรณีน ้ำมนัรัว่ไหลลงทะเล 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

















 

 

 

 

 

 

 

 

 

5.27 ค ำสัง่แตง่ตัง้คณะกรรมกำรก ำกบัแผนปฏิบตักิำรป้องกนั แกไ้ข  

และติดตำมผลกระทบส่ิงแวดลอ้ม 
 

 
 
 
 
 
 
 
 
 
 
 
 
 











 
 
 
 
 
 
 
 

 
5.28 เอกสารการตรวจสอบอุปกรณก์ารตรวจวดักา๊ซแอมโมเนีย 

 
 
 
 
 
 
 
 
 
 
 
 
 



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 45.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No n/a Sensor P/NO n/a

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-01 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

near end of life.

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 40.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-02 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 45.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-03 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 35.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-04 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 35.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-05 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 45.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-06 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 33.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-07 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

near end of life.

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 35.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-08 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 40.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-09 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 35.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-19 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 45.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-11 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

near end of life.

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 43.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-12 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

near end of life.

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 42.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-13 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Remark : Replaced the new transmiter with Draeger Polytron 3000.

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 44.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-14 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

near end of life.

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-300 ppm 0.0 ppm 0.0 ppm Ambient 55.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-15 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

OK

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to Dräger Test Instructions Polytron 3000  
Revision 3.0. Calibration Gases are tracable to NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 38.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-16 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

near end of life.

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 36.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

Job Number SVR2306-048

Customer NFC Public Co., Ltd.

Location I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

Measuring Head P/No 8316638 Sensor P/NO 6809645

Software Version - Calibration Date 18-Jul-23

Service Report

Measuring Head S/No n/a Sensor S/No n/a

Customer Ref 32-AT-17 Next Calibration Date 18-Jul-24

Functional Inspection OK

Test equipment : N/A

Reference standard gas: NH 3  50 ppm N 2  Balance

Inspection Summary

near end of life.

Calibration verified OK

Calibrated by

Test Result

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Zero calibration
Test Gas

Span calibration
Test Gas

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



DRAEGER SAFETY (THAILAND) LIMITED.

1.) Service and Calibration done.

Instrument configuration checked OK Sensor

OK Display

OK Housing

Lot no.: 302-402454382
S/N: N/A

Configuration 
Target Gas

Full Range

Before 
calibration

After 
Calibration

Before 
calibration

After 
Calibration

NH3 0-150 ppm 0.0 ppm 0.0 ppm Ambient 41.0 ppm 50.0 ppm NH3

Stamp

Draeger Safety (Thailand) Limited · 909 Ample Tower, 5th Floor, Debaratana Road, Bangna Nuea, Bangna, Bangkok 10260

Telephone +66 2 744 0110   Fax +66 2 744 0585

E MAIL sales.thailand@draeger.com

INTERNET www.draeger.com

near end of life.

Software Version

8316638

Inspection Summary

Service Report

18-Jul-23Calibration Date

Calibrated by

This is to certify that this equipment has been checked, serviced and tested in accordance to  Statox505 Sensor Head- Compur 
Monitor Technical Manual. Dräger Quality Management System has been certified to ISO 9001. Calibration Gases are tracable to 
NIST.

Reference standard gas: NH 3  50 ppm N 2  Balance

Test equipment :

OK

SVR2306-048

NFC Public Co., Ltd.

Job Number

Customer 

Location

Next Calibration Date 18-Jul-24

Sensor P/NO

n/an/a Sensor S/No

Measuring Head P/No

Measuring Head S/No

6809645

Customer Ref 32-AT-18

-

Test Gas Test Gas

I-2 Rd., Map Ta Phut Ind., Est.,  T. Map Ta Phut, A.Muang, Rayong

OK

Calibration verified

Functional Inspection

Span calibration

Test Result

Zero calibration

N/A

Test CertificateTest CertificateTest CertificateTest CertificateTest CertificateTest Certificate



 
 
 
 
 
 
 
 
 
 

5.29 สญัญาใหบ้ริการเรอื Oil Boom Operation 

  











 
 
 
 
 
 
 
 
 
 
 
 

5.30 เอกสารการตรวจสอบท่อนํ้ามนั  
 

 
 
 
 
 
 
 
 
 
 
 






































































































































