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DO meter “YSI” Model 5000/5100, Serial No. 18109487, ID No. WW-15-001

Incubator “Binder”"Model KB240, Serial No. 20180000012164, ID No. WW-16-001

Oven “Memmert” Model MEM-1 UF55, Serial No. B219.0142, ID No. WW-05-002

pH meter “Thermo fisher” Model orion versaster pro, Serial No. 12260, ID No. WW-03-001
Distillation unit vepodest “Gerhardt” Model VAP 200, Serial No. 5200 18 0181, ID No. WW-20-001
Turbosog “Gerhardt” Model TUR, Serial No. 6300 18 0137, ID No. WW-21-001

Rotary evaporator “KNF” Model RC600, Serial No. 6.12360309, ID No. WW-17-001
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7 UNTINY 2569
pH = & - 6.9
Biochemical oxygen demand (BOD) mg/L 1 4 29
Tota suspended solids (TSS) mg/L 1 3 22
Sulfide mg/L 0.3 0.5 <05
Oil and grease mg/L 1 3 16
Total kjeldahl nitrogen (TKN) mg/L 1 4 24
Total coliform bacteria (TCB) MPN/100 mL 1.8 = 2.4x10°
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7 UNTINN 2569 Uszian v
pH . - : 73 5.59.0
Biochemical oxygen demand (BOD) mg/L 1 4 6 <30
Tota suspended solids (TSS) mg/L 1 3 19 <40
Sulfide mg/L 0.3 0.5 <0.5 <1.0
Oil and grease mg/L 1 3 <3 <20
Total kjeldahl nitrogen (TKN) mg/L 1 i -+ 8 <35
Total coliform bacteria (TCB) MPN/100 mL 1.8 : 7.8x10" =
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07 UNTINY 2569
pH - - - 8.6 5-9
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 1.1x x 107 -
Residual chlorine mg/L 0.025 | 0.100 NDY <1.0
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07 UATINY 2569
pH 4 - . 8.6 5-9
Total coliform bacteria (TCB) MPN/100mL | 1.8 - 4.6x10 -
Residual chlorine mg/L 0.025 | 0.100 ND¥ <1.0
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WIAIFIH 1. pH: Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24" ed. , 2023,
FBmInaaeu : Part 4500-H B
2. Biochemical oxygen demand (BOD) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 5210 B
3. Total suspended solids (TSS) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 2540 D
4. Sulfide : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24" ed., 2023,
Part 4500-S” F
5. Oil and grease : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"
ed., 2023, Part 5520 B
6. Total kjeldahl nitrogen (TKN) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 4500-N,,, B
7. Total coliform bacteria (TCB) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 9221 B
8. Residual chlorine : Standard method for the examination of water and wastewater, APHA, AWWA, WEF T
ed., 2023, Part 4500-C1 G
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pH meter “Thermo fisher” Model orion versaster pro, Serial No. 12260, ID No. WW-03-001

DO meter “YSI” Model 5000/5100, Serial No. 181109487, ID No. WW-15-001

Incubator “Binder”Model KB240, Serial No. 20180000012164, ID No. WW-16-001

Analytical balance “Sartorius” Model BSA Series, Serial No. SWB3139614148, ID No. CI-01-003
Oven “Memmert” Model MEM-1 UF55, Serial No. B219.0142, ID No. WW-05-002

Rotary evaporator “KNF” Model RC600, Serial No. 6.12360309, ID No. WW-17-001

Distillation unit vepodest “Gerhardt” Model VAP 200, Serial No. 5200 18 0181, ID No. WW-20-001

Turbosog “Gerhardt” Model TUR, Serial No. 6300 18 0137, ID No. WW-21-001
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4 QUAINUT 2569
pH - - 6.9
Biochemical oxygen demand (BOD) mg/L 4 34
Tota suspended solids (TSS) mg/L 3 58
Sulfide mg/L 0.3 0.5 ND¥
Oil and grease mg/L 3 3
Total kjeldahl nitrogen (TKN) mg/L 4 27
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 1.1x10°
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4 QUATWUT 2569
pH . - - 7.2 5.59.0
Biochemical oxygen demand (BOD) mg/L = 4 30 <30
Tota suspended solids (TSS) mg/L 1 3 24 <40
Sulfide mg/L 0.3 0.5 NDY <1.0
Oil and grease mg/L 1 3 <3 <20
Total kjeldahl nitrogen (TKN) mg/L 1 4 10 <35
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 3.5x10° -
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MAIGIU 1. pH: Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24" ed. , 2023,

FEmInaaey : Part 4500-H' B

2. Biochemical oxygen demand (BOD) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 5210 B

3. Total suspended solids (TSS) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 2540 D

4.  Sulfide : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24" ed., 2023,
Part 4500-S* F

5. Oil and grease : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"
ed., 2023, Part 5520 B

6. Total kjeldahl nitrogen (TKN) : Standard method for the examination of water and wastewater, APHA,

AWWA, WEF 24" ed., 2023, Part 4500-N,,, B

org
7. Total coliform bacteria (TCB) : Standard method for the examination of water and wastewater, APHA,

AWWA, WEF 24" ed., 2023, Part 9221 B
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m%aaﬁa pH meter “Thermo fisher” Model orion versaster pro, Serial No. 12260, ID No. WW-03-001

' 3
1ﬂi1ﬂd1uﬂﬁﬂ15ﬂﬂﬁ@‘l_!i‘l]iﬂﬂmW'ISG?I"JGE}'NﬁulﬁiUﬂ'IiVlﬂ’dﬂﬂm1ﬁu

DO meter “YSI” Model 5000/5100, Serial No. 18L.109487, ID No. WW-15-001

Incubator “Binder”"Model KB240, Serial No. 20180000012164, ID No. WW-16-001

Analytical balance “Sartorius” Model BSA Series, Serial No. SWB3139614148, ID No. CI-01-003
Oven “Memmert” Model MEM-1 UF55, Serial No. B219.0142, ID No. WW-05-002

Rotary evaporator “KNF” Model RC600, Serial No. 6.12360309, ID No. WW-17-001

Distillation unit vepodest “Gerhardt” Model VAP 200, Serial No. 5200 18 0181, ID No. WW-20-001

Turbosog “Gerhardt” Model TUR, Serial No. 6300 18 0137, ID No. WW-21-001
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4 Tu1Aw 2569

pH - . 6.6
Biochemical oxygen demand (BOD) mg/L 4 138
Tota suspended solids (TSS) mg/L 3 67
Sulfide mg/L 0.3 0.5 0.7
Oil and grease mg/L 3 <3
Total kjeldahl nitrogen (TKN) mg/L 4 36
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 3.3x10°
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4 1AL 2569

pH - - - 7.0 5.5-9.0
Biochemical oxygen demand (BOD) mg/L - - 21 <30
Tota suspended solids (TSS) mg/L 1 3 22 <40
Sulfide mg/L 0.3 0.5 ND" <1.0
Oil and grease mg/L 1 3 <3 <20
Total kjeldahl nitrogen (TKN) mg/L 1 4 12 <35
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 3.3x10° .
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WINTGIU 1. pH : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24™ ed. , 2023,

IEMsnaasy : Part 4500-H B

5

Biochemical oxygen demand (BOD) : Standard method for the examination of water and wastewater, APHA,

AWWA, WEF 24" ed., 2023, Part 5210 B

3. Total suspended solids (TSS) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 2540 D

4. Sulfide : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"ed., 2023,
Part 4500-8” F

5. Oil and grease : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"
ed., 2023, Part 5520 B

6. Total kjeldahl nitrogen (TKN) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 4500-N,,, B

7. Total coliform bacteria (TCB) : Standard method for the examination of water and wastewater, APHA,

AWWA, WEF 24" ¢d., 2023, Part 9221 B

vneng = Limit of detection (WATINAMIATEITENATD)

2)

= Limit of quantitation (USmashgaiieunsoasoma idluFalbum)
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o a a ¥ A ° ¥ &
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1191 s2INNUAZ19VUIA WA, 2567
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4

—

@

M

C.E.M TECHNOLGGY (THAILAND) CO.LTD

uivn 2.d.axn malalail (Inguawd) 311740

W3

Ya o 1 d A
HINUAIDYI : HIBIIBNINTU DU
' ¥
“111518&114wamsmﬁammmmm:maﬂnﬁ"lﬁ’mmiwﬂﬁavmmu

udatlunsnusaminageusifsanvdu Tashildiueygnnmieuljiianmsmaasuiluasdnuaisnys

3/3


Kanyavee.far
Rectangle

Kanyavee.far
Rectangle


= s

a4 g = d. o
y3En #.0.84 malulad (Inauaua) s1a

‘q? Hoal §UiRnT : 219/43 Wy 12 auuMYsINEN AMuadeniien sunenI LY
CEM TECH FanIaayNIaING 74130
o T e Email- cem_report@hotmail.com Tnsfnm 02-441-7100-99 Fax 02-441-7176
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amuiiudeE : In3am3 185 Rajadamri
AUUTIBATT HYIQUNT VALY NFANRUMIUAT 10330
Suiifuieeha 3 UHI0U 2569 Suifuiecha D 410U 2569
Sufinageu : 4-21 (NHIBY 2569 Suiteansiaanu : 28 1B 2569
m%mﬁa ¢ pH meter “Thermo fisher” Model orion versaster pro, Serial No. 12260, ID No. WW-03-001

DO meter “YSI” Model 5000/5100, Serial No. 181109487, ID No. WW-15-001

Incubator “Binder”Model KB240, Serial No. 20180000012164, ID No. WW-16-001

Analytical balance “Sartorius” Model BSA Series, Serial No. SWB3139614148, ID No. CI-01-003
Oven “Memmert” Model MEM-1 UF55, Serial No. B219.0142, ID No. WW-05-002

Rotary evaporator “KNF” Model RC600, Serial No. 6.12360309, ID No. WW-17-001

Distillation unit vepodest “Gerhardt” Model VAP 200, Serial No. 5200 18 0181, ID No. WW-20-001
Turbosog “Gerhardt” Model TUR, Serial No. 6300 18 0137, ID No. WW-21-001

1 ¥
‘1mw\ﬂuwam‘mﬂﬁamusaamm:maunﬁ"lﬁ’mmsvmﬁammuu

£ w4 1 [ M Yo 3/ a wa o [ o a
ﬂ'mﬂﬂﬂ‘lﬂul.ﬂ'i'lﬂﬂ'luﬂﬂﬂ']'i?‘]ﬂﬁﬂlllmk“ﬂEJ\‘I'lJN’d’J‘Ll Iﬂﬂ%ﬂjﬂiﬂﬂuinﬂi}'lﬂ‘HENﬂ;]Uﬂﬂ17“ﬂﬁﬂ]]!ﬂﬂﬁ'lﬂﬁﬂblmﬂﬂ'ﬂ'5

1/3


Kanyavee.far
Rectangle


a o

o s g ~ d o @
3N ¥.0.48% malulag (Insuaud) 10a

’? viealfUAMS : 219/43 My 12 ouMNYSINNN Muadeutiad BuABATZIUILIY
C.E.M TECH dandaaynsaing 74130
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NUIBAVTIBITURANITNATDY CEM-69-0732-01
WanInaael
HamaInaaey
_ N " 9ai 1 paunmindedeumsiinia
M INATeY K LOD LOQ o . 4
UTIWUUBANDINALLUADINDY
3 1Y 2569
pH . . - 6.5
Biochemical oxygen demand (BOD) mg/L " B 87
Tota suspended solids (TSS) mg/L 1 3 38
Sulfide mg/L 0.3 0.5 <0.5
0Oil and grease mg/L 1 3 <3
Total kjeldahl nitrogen (TKN) mg/L 1 4 40
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 1.6x10°
anuaEieda Fdes 1o fiaznouds findu
Hamanaaau
qﬂﬁ 2 fgmmwﬁﬁ?:a
TEMInaaey Hivg Lop"” | LoQ? vasnmsnia uinw masgu’”
vefuthirumsinia
3 WEIUU 2569
pH - - - 6.9 5.5-9.0
Biochemical oxygen demand (BOD) mg/L - 4 17 <30
Tota suspended solids (TSS) mg/L 1 3 30 <40
Sulfide mg/L 0.3 0.5 NDY <1.0
Oil and grease mg/L 1 3 <3 <20
Total kjeldahl nitrogen (TKN) mg/L 1 4 15 <35
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 3.3x10* -
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< S Email- cem_report@hotmail.com Tn3fwm 02-441-7100-99 Fax 02-441-7176
NUYAVINYNUHRANTINATDY CEM-69-0732-01
MAIFIU 1. pH: Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24" ed., 2023,
IEmaInaaeu Part 4500-H' B
2. Biochemical oxygen demand (BOD) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 5210 B
3. Total suspended solids (TSS) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 2540 D
4. Sulfide : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24" ed., 2023,
Part 4500-8” F
5. Oil and grease : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"
ed., 2023, Part 5520 B
6. Total kjeldahl nitrogen (TKN) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 4500-N,,, B
7. Total coliform bacteria (TCB) : Standard method for the examination of water and wastewater, APHA,
AWWA, WEF 24" ed., 2023, Part 9221 B
winumg = Limit of detection (Sa$1iad1qAves3EnAdOL)

= Limit of quantitation (USuadganannsonsavmial 1 ludealsum)
. ] vy ¥
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VY TANLAZLI9VUIA W.A. 2567
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C.E.M TECH
. Tel: 02-441-7100-99
WBE@UTIBNURaNIVIRdaU CEM-69-0954-01
F aa o _a
YadnulIznaunis dfiyaranIAsyn 185 519613
49 ° a aa @
#01UNAY AUUTIYANT WU IAURT LWAUNNIU NTIMNAMIUAT 10330
¥ g &
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0 2 punmiimanisiite Unadeiuhiiumsdnde
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dnuiiiuAn9Ea 1A5an15 185 Rajadamri
OUUTIYATT WU NANAT LnUnuTu nTamvnEMIUAT 10330
o o o ' o de W '
FJulihudaedng 5 neunau 2569 UNFU9E9 T 6 waunnu 2569
o o o o a
AuUNNAEaU 6-27 woynAU 2569 UVBNTIYIU ¢ 3 uguigu 2569
CELRG) pH meter “Thermo fisher” Model orion versaster pro, Serial No. 12260, ID No. WW-03-001

DO meter “YSI” Model 5000/5100, Serial No. 181109487, ID No. WW-15-001

Incubator “Binder” Model KB240, Serial No. 20180000012164, ID No. WW-16-001

Analytical balance “Sartorius” Model BSA Series, Serial No. SWB3139614148, ID No. CI-01-003
Oven “Memmert” Model MEM-1 UF55, Serial No. B219.0142, ID No. WW-05-002

Rotary evaporator “KNF” Model RC600, Serial No. 6.12360309, ID No. WW-17-001

Distillation unit vepodest “Gerhardt” Model VAP 200, Serial No. 5200 18 0181, ID No. WW-20-001
Turbosog “Gerhardt” Model TUR, Serial No. 6300 18 0137, ID No. WW-21-001
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nuEEaYIEIUNanNInday CEM-69-0954-01

WAN1IVAEU
HANINAFEY
TUNIMATIY wiae too” | LoQ” ?ﬂﬁ ' ﬁg}m:wm'ﬁﬂﬁaun.mjﬂﬂ
UILUBRNaINALUUABLLDY
5 wewn A 2569
oH - . - 6.5
Biochemical oxygen demand (BOD) me/L - - 123
Tota suspended solids (TSS) mg/L 1 3 100
Sulfide me/L 0.3 0.5 0.8
Oil and grease me/L 1 3 16
Total kjeldahl nitrogen (TKN) meg/L 4 20 43
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 2.4 x 10°
AnwzA20E1 dwmdes la flnvnevde findu
Nan1IAgau
i}mﬁ 2 qmmwfﬂﬁvq
FENImAdaU w2 too” | LoQ” wain1sttn v wmsgu”
Yaifuthildunstnda
5 wouniAu 2569
pH - - . 6.9 5.59.0
Biochemical oxygen demand (BOD) me/L - - 20 < 30
Tota suspended solids (TSS) meg/L 1 3 22 < 40
Sulfide me/L 0.3 0.5 ND' < 1.0
Oil and grease me/L 1 <3 <20
Total kjeldahl nitrogen (TKN) meg/L 1 <20 < 35
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 2.3 x10° -
anvurAl819 dmdes la deznou
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Tel: 02-441-7100-99

e

=
-
=
90

C.E.
-

\
\
\

WU UIEURNaN1IVIadaaU CEM-69-0954-01

UINTFIU 1. pH: Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"

ABn1madeu : ed., 2023, Part 4500-H" B

2. Biochemical oxygen demand (BOD) : Standard method for the examination of water and
wastewater, APHA, AWWA, WEF 24" ed., 2023, Part 5210 B

3. Total suspended solids (TSS) : Standard method for the examination of water and wastewater,
APHA, AWWA, WEF 24" ed., 2023, Part 2540 D

4. Sulfide : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"
ed., 2023, Part 4500-S* F

5. Oil and grease : Standard method for the examination of water and wastewater, APHA, AWWA,
WEF 24" ed., 2023, Part 5520 B

6. Total kjeldahl nitrogen (TKN) : Standard method for the examination of water and wastewater,
APHA, AWWA, WEF 24" ed., 2023, Part 4500-Ny B

7. Total coliform bacteria (TCB) : Standard method for the examination of water and wastewater,
APHA, AWWA, WEF 24" ed., 2023, Part 9221 B

vanemg = Limit of detection @as1inrgavesiznaaou)

= Limit of quantitation (UsinasngaitanunsansiamaldludeUiun)

= dszmAnsevsiminenssssuritardwnden Seq ﬁwwummmgmmmumﬁzmmfwﬁamnmmsma
UTLinvuazunaeus w.e. 2567

= Not detectable (hiannsonsia¥als ; afiletiosnda LOD)
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C.E.M TECH !
— Tel: 02-441-7100-99

MuNELEYILIUNaNIIVIagaY CEM-691183-01

v v v
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douiiiudaegne  : Tasens 185 Rajadami
OUUTIYATT WUNQUIT LnUNNTU NTamMWIMIUAT 10330
Fuiliudaaeing : 2 fguieu 2569 FuiiFudregne 3 dguigu 2569
Fuitnasay : 3-18 dguigu 2569 Fuiteansnau ¢ 25 figuigu 2569
gﬁ?aqﬁa :  pH meter “Thermo fisher” Model orion versaster pro, Serial No. 12260, ID No. WW-03-001

DO meter “YSI” Model 5000/5100, Serial No. 181109487, ID No. WW-15-001

Incubator “Binder” Model KB240, Serial No. 20180000012164, ID No. WW-16-001

Analytical balance “Sartorius” Model BSA Series, Serial No. SWB3139614148, 1D No. CI-01-003
Oven “Memmert” Model MEM-1 UF55, Serial No. B219.0142, ID No. WW-05-002

Rotary evaporator “KNF” Model RC600, Serial No. 6.12360309, ID No. WW-17-001

Distillation unit vepodest “Gerhardt” Model VAP 200, Serial No. 5200 18 0181, ID No. WW-20-001
Turbosog “Gerhardt” Model TUR, Serial No. 6300 18 0137, ID No. WW-21-001
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C.E ECH
= . Tel: 02-441-7100-99
MUY IBUNANSAdBY CEM-691183-01
Wan1TAEaY
HAN1INAFHBY
, 0 & 90 1 unwindsreunistida
FUNINAFDU WUy LOD LOQ o a .l
UInUUBRNaINALUURABLLBY
2 figueu 2569
pH . - < 6.4
Biochemical oxygen demand (BOD) meg/L - - 14
Tota suspended solids (TSS) mg/L 1 3 33
Sulfide me/L 0.3 0.5 ND“
Oil and grease me/L 1 3 5
Total kjeldahl nitrogen (TKN) meg/L 4 20 a5
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 2.0 x 10°
ANBUEA981 Aoy Juidniey dazneu
Nan1IvAdau
qmﬁ 2 Qmmw&wﬁq
FEN1IMAAY Wiy Loo” | LoQ” wiimsue Usow umsgu”
Yaituthiiiunistada
2 figuigu 2569
pH - ~ “ 6.9 5.5-9.0
Biochemical oxygen demand (BOD) mg/L - - 20 < 30
Tota suspended solids (TSS) me/L 1 3 22 < 40
Sulfide mg/L 0.3 0.5 ND" <10
Oil and grease me/L 1 <3 <20
Total kjeldahl nitrogen (TKN) mg/L 1 <20 <35
Total coliform bacteria (TCB) MPN/100 mL 1.8 - 23x10° =
AnvaEA29819 dwmdes la daznou
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. JMIPaUNTaIAT 74130
C.E.M TECH '
e Tel: 02-441-7100-99

HULaVIEIUNANITVAADU CEM-691183-01

UINIFIY 1. pH: Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24
BN1mesaU ed., 2023, Part 4500-H" B
2. Biochemical oxygen demand (BOD) : Standard method for the examination of water and
wastewater, APHA, AWWA, WEF 24" ed., 2023, Part 5210 B
3. Total suspended solids (TSS) : Standard method for the examination of water and wastewater,
APHA, AWWA, WEF 24" ed., 2023, Part 2540 D
4. Sulfide : Standard method for the examination of water and wastewater, APHA, AWWA, WEF 24"
ed., 2023, Part 4500-5 F
5. Oil and grease : Standard method for the examination of water and wastewater, APHA, AWWA,
WEF 24" ed., 2023, Part 5520 B
6. Total kjeldahl nitrogen (TKN) : Standard method for the examination of water and wastewater,
APHA, AWWA, WEF 24" ed., 2023, Part 4500-Noy B
7. Total coliform bacteria (TCB) : Standard method for the examination of water and wastewater,
APHA, AWWA, WEF 24" ed., 2023, Part 9221 B
waneme U= Limit of detection (Fashiinsgavesisnaaav)
@-  Limit of quantitation (Usuausngafiauisansiamealaludeiuna)
B - Jsymensenriminenssssueiasiuanden S ﬁ”mumu’1m§1‘umUﬂumﬁsuWaﬁ’ﬁﬁamﬂmmww

UFTANUAZUNUUIN W.A. 2567
= Not detectable (ldanunsansia¥als ; Arileiesnda LOD)
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	ภาคผนวกที่ 1 ผลการตรวจติดตามคุณภาพสิ่งแวดล้อม (แก้)
	(แก้) ภาคผนวกที่ 1 ผลการตรวจติดตามคุณภาพสิ่งแวดล้อม

	1.ไฟล์เล่มรายงาน นิติบุคคลอาคารชุด185 ราชดำริ จต.โครงการ 185 Rajadamri 7.1.69
	2.ไฟล์เล่มรายงาน นิติบุคคลอาคารชุด185 ราชดำริ จต.โครงการ 185 Rajadamri 4.2.69
	3.ไฟล์เล่มรายงาน นิติบุคคลอาคารชุด185 ราชดำริ จต.โครงการ 185 Rajadamri 4.3.69
	4.ไฟล์เล่มรายงาน นิติบุคคลอาคารชุด185 ราชดำริ จต.โครงการ 185 Rajadamri 3.4.69
	5.ไฟล์เล่มรายงาน นิติบุคคลอาคารชุด185 ราชดำริ จต.โครงการ 185 Rajadamri 5.5.69
	6.ไฟล์เล่มรายงาน นิติบุคคลอาคารชุด185 ราชดำริ จต.โครงการ 185 Rajadamri 2.6.69



